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Anyone wlio has been forcibly made 
aware of the vaj^aries and inaccuracies 
of gasoline gage indicators l)y running 
out of gas in some remote spot in his 
car will have no difficulty in under¬ 
standing why aircraft fuel gages have 
been made more accurate, even at the 
cost of considerable complication. P^)r 
the motorist, running out of gas is at 
most an inconvenience, rarely a matter 
of life and death as it could be to the 
flier. 

Until 1943, most airplanes made use 
of float-type fuel gages.* A float in 
each tank actuated a rheostat, and a 
meter, indicating the current traversing 
the rheostat, had a dial calibrated in 
amount of fuel. While it was possible 
to totalize the fuel in several tanks and 
do other desirable operations with a 

• Sotiif vertiral-tubc siKht Knices wen* uIro used but were 
not salisfnptoo’ »inder fliKht (*onditions. 


Figure 1. View of the Type P-579 Field Variable 
Capocilonce Tester, mounted in its transit case. 


float-type system, the methtxl sulTered 
for lack of flexibility and never remotely 
approached the accuracy and durability 
of a capacitance null-type device. 

Despite all these disadvantages, the 
float-type fuel gages went unchallenged 
for a couple of decades. Finally, during 
World War II, capacitance-type in¬ 
dicating equipment first ai)peared. The 
early \'ersions showed improved flexi¬ 
bility over float-type systems but still 
made use of a quantity-indicating me¬ 
ter. The final devising of a null-balanced 
capacitance-type fuel gage using a 
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servo-halanced 400-cycle bridge intro- 
diK’cd a system having both the accu¬ 
racy an<l flexibility of those at prejHjnt 
in use, manufactured by four firms, 
namely, Avion, Liquidometer, Minne¬ 
apolis-Honey well, and Simmonds Acr- 
ocessories. 

As an example. Figure 2 illustrates 
schematically the self-balancing bridge 
circuit basic to the Minneapolis-Honey¬ 
well product. 'Fhis system was devel- 
opetl in 1044 by Minneapolis-Honey- 
well Regulator Company. One can sec 
in this figure portions of the circuit 
essential to this article, namely, the 
TANK UNIT, the EMPTY ADJUST 
and FULL ADJUST potentiometers, 
and the DIAL. Necessiirily, the DIAL 
must be made to read properly at 
both ends of its scale. To bring this 
about, the EMPTY ADJirST poten¬ 
tiometer is set to DIAL zero when the 
TANK UNIT is replaced by a capaci¬ 
tance of proper value for empty tank. 
With full tank simulating capacitance 
in place of J'ANK UNIT, FULL AD- 
JUS’r potentiometer is set to make 
DIAL read proper maximum. 



An inaccurate system does not de- ^ 
marid very much of its testing equip¬ 
ment. With an accurate system, of 
course, the converse is tnie. If the 
system’s inherent accuracy is to be 
realized, it must be very carefully in¬ 
stalled and adjusted in each airplane. 
Minneapolis-Honey well early recognized 
the need, both military and commercial, 
for precise equipment to use in lining 
up their fuel gage e(|uipment, both at 
time of installatitai and for routine 
maintenance purposes. It is obvious to 
even the most casual observer that it is 
impractical to set the FULL and 
EMPTY positions of the indicator by 
repetitively filling and emptying the 
variou.s tanks involved. 

The logical alternative was to pro¬ 
vide standard capai itors which would 
simulate the EMPTY and FULL ca¬ 
pacitances of the sensing units in the 
tanks. Since these capa<’itance values 
might be different for each tank, the 
number of dilTercnt capacitance stand¬ 
ards required could be enormous, and 
continually growing. This could be 
avoided by the use of an adjustable 
capacitor, if one could be obtained hav¬ 
ing accuracy sufficient for the job. 

It was at this point that the collabo¬ 
ration between Minneapolis-Honey well 
and General Radio began on the devel¬ 
opment of what ultimately became the 
'rYPE 0-3 Field Variable Capacitance 
Tester, which is dcscribc^d in specifica¬ 
tion MIL-T-oOllA. A Type 722 Ca¬ 
pacitor with appropriate nnxlifications 
would meet re(|uirements nicely. Figure 
3 illustrates the parts whicth were manu¬ 
factured by General Radio for inclusion 
by Minneapolis-Honey well in their HT- 
100 Tester, a device meeting the re¬ 
quirements for the 0-3. Included are 

Figur* 2. Sch*inafic diagram of fh* capacitanc* 
null-typ* fu«l gag*, amploying a «*lf*balancing 
bridge. (Minneapelit-Haneywall) 
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three-terminal capacitors, variable and 
fixed, and a three-terminal connector 
accepting the plug-in range-extending 
fixed mica capacitors. 

Eventually other manufacturers of 
0-3 Testers of their own designs were 
supplied variable and fixed capacitors 
and three-terminal connectors by Gen¬ 
eral Radio. These included The Jackson 
Electrical Instrument Company and 
Monument Engineering Company. 

As experience with the Typk 0-3 
Testers slowly piled up, it became ap¬ 
parent that some changes could be made 
which would improve the convenience 
of use. One of these changes consisted 
of eliminating the loose external plug-in 
range-extending capacitors and .substi¬ 
tuting for them switched capacitors 
within the instniment. Some of the 0-3 
ty|)es had this feature. The other desir¬ 
able change was to substitute coaxial 
connectors for the three-binding-post 
arrangement. By maintaining the co¬ 
axial .shielding unbroken, measurement 
errors and incon.sistencies could he 
avoided. This change never appeared 
on the f)-3, but became a feature of its 
successor, the MD-1. 

A more cogent reason appeared for 
obsoleting the 0-3, namely, the ubif|uity 
of the jet plane. Practically every mili¬ 
tary base would have to service .such 
planes with their more complicated 
fuel-indicating systems. 

Why must they be more complex? 
Because jet fuel indications in the 
older, simple systems are dependent on 
both fuel compo.sition and temperature. 
Aviation ga.soline, for reciprocating en¬ 
gine craft, gives (quantity indications 
(in pounds rather than gallons) e.ssen- 
tially independent of source and temper- 

Figure 3. Elements supplied by the Generol Radio 
Company for the 0-3 Tetter built by Minneapolit- 
Honeywell Regulator Compony. 


ature. Its composition, and conse¬ 
quently its dielectric constant, are es¬ 
sentially uniform from refinery to re¬ 
finery. It happens that the ex])ansion in 
volume on heating is just balanced by 
the reduction in dielectric constant. 
Thus a given weight of fuel gives the 
same capacitance in the tank sensing 
element and hence the same dial read¬ 
ing, almost regardless of the temper¬ 
ature. 

Jet fuel on the other hand, is not 
a homogeneous, approximately .single 
chemical compound, but almo.st any 
sort of a mixture within a wide range of 
hydrocarbon combustibles, depending 
on where and when it was refined. It 
exhibits relatively broad variations in 
dielectric constant and deiusity. Jet 
fuel indications with simple systems, 
therefore, had appreciable composition 
and temperature variations. Hence jet 
fuel .systems had to include an added 
fixed sen.sing element in the bottom of 
each tank to introduce an appropriate 
correction into the bridge circuit of the 
indicator. This meant that another pre¬ 
cision variable capacitor would be 
needed in the tester, since the system 
during calibration could indicate and l)e 
adjusted properly only if it had attached 
to it simulating capacitors for both 
sensing and compensating units. 

This, then, brings us to the Type 
MD-I Field Variable Capacitance Tes¬ 
ter, described in specification MIL-T- 
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Figure 4. Connectort supplied with the Type P-S79 
Tester for connecting it to the many types of fuel 
goges now in use. 

857U, wliich was prepared at the WriKhl 
Air I)eveloi>moiit C’eiiter of the Air Uc- 
seareli and Development C’oinmaiid. 
Its essential ditTerenres from one or 
more of the pre<lecessor ()-.3 'Festers 
were: first, the added variable capaci¬ 
tor; second, the internally switchiMl 
ranKt'-extendinj? capacitors; and third, 
the three mutually different .Minneap<»- 
lis-1 loneywell coaxial connectors. Over 
the past several years, Oeneral Radio 
developed the new precision capacitor, 
which had to ho dire<-t rcadiiijj; (that is. 
Iin<‘ar) down to HWf, and, folhiwina: 
thc! comph'tion of that development, 
built and submitted samples of an 
.MI)-1 to .M1 L-'F-^oTtt for fiualification 
testing. FollowiiiK completion of r|ualifi- 
cation tests late in Sc'ptemln'r of htr>4, 
pHNliictioii was immediately expe<lile<l 
80 that early shipment.s could be ma<lc 


to meet the urtjent netnls of a number 
of the air-frame manufacturers, 

'Fhis instrument, known as General 
Radio'F yi’I-: R-o 70 Field X’ariable Gapac 
itance 'Fester and illustratcsl in Fijrures 
I, contains, in addition to what has 
been mentioned before, a number of 
cables and tee adapters, illustrated in 
Figure 4. to enable it to be connecttsl 
for measurement purposes to any of the 
existinj!; fuel jtage systems in military 
planes now llyinj!;. 'Fhe capacitors are 
mounted in a moisture-re.<i.stant alumi¬ 
num cas<* having a removable desiccant 
cartridge, and this case is slux'kmounterl 
inside a tran.sit case. 'Fhe transit case, 
also of aluminum, contains a compart¬ 
ment for stowing the cables and on the 
lid a holder into which is slipped the 
correction chart for the capacitors, 
laminateil into 4()-mil-t hick clear plastic. 

It is expectiMl that 'Fype F-57t> 
'Festers will be in sto<*k for prompt 
shipment by about the middle of .Sep¬ 
tember 1955. 'Fhey will be available for 
commercial or military use. and can be 
suppli(*d with or without Government 
inspection at our plant. Detailed speci¬ 
fications of the ecpiipment, which are 
(|uite lengthy, may be obtained upon 
request 'Fhey indicate the performance 
of the various capacitors included and 
descrilie the environmental and other 
te.sts which the pnMlnct will meet. 

- P. K. .MrKLROY 


MORE NEW COAXIAL PARTS 


In arldition to the new IVpe S74 
Coaxial Klemenbs described in the .\u- 

RIOID-LINE 

\ lotv-n*n<Tlion achiptor fmm Tyi’K 871 
CoiiiHH’tors to oU.O-ohin FHF Itini*! Air 
Line }ind an ailnplor to .ilMMihm IdlF 

HigitI Air Lint* arc now :ivuilal»lc. Thc ySWIl’s 
of pairs of these units .an* shoxm in Figun* 7. 
Thciw* adaptors provide low-reflection means of 
making coniiet^tions to the newer 50.U-ohm 


gust issue of the Hxpenmenter, the 
following items are now available. 


ADAPTORS 

ii-h-f lines. Tlie u-h-f ada|>tor8 are fitted uHth a 
iiangi* anil an anchor terminal jissemtily mn- 
laining a Teflon ImwI as show'll in Figure H. 
With thi'Sf* adaptors and (.lit coaxial measuring 
e<|uipmcnt, many ty|K*« of measuounenls in¬ 
cluding the determination of very low stniiding- 
w'ave ratios, can tie made on rigid-lino circuits. 
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Figure S. Type 874-QU1 and QU2 Adaptors. 



Figure 7. A plot of the VSWR as a function of 
frequency of pairs of adaptors from Type 174 
Connectors to vorious sites of 50.0-Ohm UHF 
Rigid Transmission Line. 


SPECIFICATIONS 


874-QlTl 

For use with: 5().(>-«hm UIIF rigiil tnuismiiH 

Hioii line. 

VSWR: Ihnn I.IKI to KNMi .Mc^, Ifstt th:in 

l.(K> to :«HKI .Mr. 

Net Weight: 8 OUnrf8. 

Type 


87|.Qr2 

For use with.-l50.(>-oluii TIIF riRiiJ trans¬ 
mission Hiu*. 

VSWR: loss than 1.1)8 to KNK) Mo., loss than 
I .(Hi to 25(H) Mo. 

Net Weight: I |H)Uik 1. 5 ounoos. 

i’oiie W'oni I*rite 


874-QU1 Adaptor to 50-ohm. UHF Line. I COAXYUMnRIt $21.00 

874-QU2 Adaptor to lV', 50-ohm, UHF Line. | COAXYl silKH 46.00 


NEW PANEL CONNECTORS 

A now ly|M» of |)anol oonnoctor is now avail¬ 
able whioH mounts on the panel by moans of 
four screws. TIu*b<‘ (*onnootor8 can 1 m* installcsl 
olos<»r toKothor and are more easily nMuovod 
than tho older typo. 

Panel oonma'lor which mounts with four 4-10 
screw’s, 18 10 apart. Size of flaiip* is 15/16 
square. H*' diiunotor ln>lo in panel roquinnl. 
('an be mounted either in fmnt of or lH*hind 
Muiel. Available to lit cables as shown in Table 
. Net M oi^ht: 2 ounces. 

CABLE CONNECTOR FOR RG-9/U CABLE 

In n'S|K)n8t» to cu.stomor requests, a cal)le 
connector for use w'ith Tyi’K IKJ-U/U Cable is 


TABLE I 

Panel f'nnnector Cable ('onneclor Cable Type 

Type Type Maleheti Vnmatrhetl 


874-PB 

874-C 

874-A2 

RG-7/U 

874.PB8 

874-C8 

RG-8/U 

RG-11/U,.63/U, 

.114/U..133/U.-144/U 

874.PB9 

874-C9 

RG-9/U,-87A/U,-116/U 


874-PB58 

874-C58 

RG-29/U,-55/U,-58/U. 

.141/U,.142/U 


874-PB62 

874-C62 

RG-59/U,-62/U,-7l/U, 

.140/U 


U. S. Pntwil No. 2.548.4.17 


Figure 9. 874-PB 
Panel Connector. 



now available. This connector can Ite supftlied 
for mounting on the fnre ends of cables or on 
father the ohi or new tv|)eH of panel mountini^s. 
Table I shows imist ol^ the cables which can Ih> 
useil with the Tyck 874 ('able Connectors now* 
available. .XrmortHl cabli*s cmi also Im* used 
with th(»se (connectors, but no provision is made 
for michorinK the armor. .\(*i W(;ighi;2 ounces. 
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Tyi*c Coiif Wonl Price 


•74-PB 

B74.PBB 

874.PB9 

•74.PB58 

B74.PB62 

Type 

Panel Connector... 

Panel Connector.... 

Panel Connector... 

Panel Connector... 

Panel Connector.. 

OMXAPPLKR 

rOAXRATIIKR 

roAXCAXKKR 

OMXABATKR 

COAXUARKKK 

Cofle Wonl 

$2.50 

2.50 

2.50 

2.50 

2.50 

Price 

B74-C I 

Coble Connector. I 

fOAXrABI.KR 

$1.70 

874.C8 

Cable Connector. 

(NIAXCUROKR 

1.70 

874-C9 

Coble Connector. 

C'tJAXi'A.M.MBK 

1.70 

874.C58 

Coble Connector. 

CHAXCAI-I.KR 

1.70 

874.C62 

Coble Connector. 

COAXOAXliKR 

1.70 


IMPROVED UNIT CRYSTAL OSCILLATOR 
NOW AVAILABLE 


The Typk I2I3-A Tnit Crystal Os- 
rillator ' is a compact and inexpcMisivc 
iiistninioiit providing freqnenc}' mark¬ 
ons at I Me, l(K) kc and 10 kc intervals 
up to r(»latively high fre(|Ucncios. The 
original design has now l>een slightly 
rntniilied to improve p^^rformanc’c with 
restK-'ct to lino voltago fluctuation, and 
to increase the amplitude of the 1-Mc 
harmonics above oOO Me. Tlio improved 
instrument is designaUnl as the Tyok 
1213-AIi Unit Crystal Oscillator. 

In the original design, the panel frt»- 
c|uency-s(‘tting adjustment was a ca¬ 
pacitor in series with the crystal with 
the rotor i»fT ground. This connei'tion 
<*auHe<l a small change in frcM|uency 
when a metal screwdriver was toucht*tl 
to this adjustment for setting the crystal 
fre(iuency, thus making a difficult task 
of setting to WWV with high precision. 
In the moilified design, the capa<*itor in 



series with the crystal is retained as a 
coarse adjustment, while the panel con¬ 
trol tunes the plate circuit of the crystal 
oscillator stage, thus giving a fine fre- 
c|uency adjustment with a grounde<l 
rotor. 

Voltage regulation has lx‘en adde<l 
to the oscillator stage in the form of a 
pair of gas regulator tulx's. The locking 
range of the lOO-kc multivibrator has 
been increased by a change in the value 
of the grid resistors and by increased 
coupling to the os<*illator. The addition 
of voltage n^gulation to the oscillator 
minimizes fre(|uency change when the 
multivibrators are switched on. The 
amplitude of the 1-Mc harmonics above 
500 Me has Ikxmi made more uniform by 
a different valu«* of the (‘oupling capa<*i- 
tor and the addition of a damping re¬ 
sistor. The price paid for this improve¬ 
ment in the u-h-f range is a decrease in 

• BobcTt B. Rirhmnnd. "Tin* I'nit Crv'nUJ 0*rUlator. A 
Sirat4itH5d FrM|ut*ory Stemliinl fur tltr Small I.ahuni- 
torj’ (Jrnrrai Hadio Ksyrrimrntrr, XXVI. 9. Febniary, 
Utti, i»p. 1-1. 

Figure 1. View of the Type 1213.AB Unit Crystal 
Oscillator with the Type 1203-A Unit Power 
Supply. 
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output voltage* at lower freejueneies. 

All new orders for the Type 1213-A 
will n*e(*ive delivery of tlie im|)roved 
Type 1 2 13-AH at no ineivasi* in price. 
For those* customers, who already own 
a Type 1213-A, the improv(*d perform¬ 
ance can he obtained by the purclmse* 
and installation of a meMlitication kit 
available for a nominal charge from the 
Service Department. 

Like other General Radio Fnit In- 


PHASE MONI 


stnimonts. the Fnit Crystal Oscillator 
combines small size and low-price with 
unusually gooil performance anil wide 
utility. In addition to iUs many uses as 
a calibrator and mark<*r generator in 
the laboratory it can, in conjunction 
with the Type 12 ()2-.\ Fnit Vibrator 
Power Supply,- be ojK*rated from a 
storage battery for field measurements. 

* BoiiHiiuot. A. ( 1 ., ’‘Tilt* Unit Vihrutor Pourr Suiiplv” 
Ornrml Utuiin EfptrimrrtUr, XXIX, 9, Fcbnmry, lUSS. 
li|i. tt-7 


RING SYSTEM 


Hy S. .\. ( )lson* 


An inteiT*sting problem of continu¬ 
ously checking the phase of a customer’s 
generating station against the phase of 
the stand-by power-mains from the 
(’ommonwealth Krlison Company of 
Chicago was solved through the use of 
the phase shifting capabilities of the 
N'ariac autotransfi»rmer when connected 
to a thr(*e-phase circuit. 

Th(* application is a phase monitoring 
scheme which automatically opi*ns a 
customer’s generating station bus tie 
breaker to the Commonwealth Edison 
(’ompany system when the two systems 
drop out of phase* for any reason. 

At the customer’s generating .station 
a synchronism-fheck relay continu¬ 
ously I’ompares the phase angle lH*tw(H*n 


the customer’s voltage anil the C'om- 
monwealth Edison voltage. The two 
voltage* sources are approximately ten 
miles from eai'h other, and their com¬ 
parison is possible via leaseil Illinois 
Bell Telephone Company circuits. If the 
phase angle between the two syst-ems 
exc<»i*(Ls approximately five degrees for 
a short time, the syiiclironisin-check 
relay will operate to separate the two 
systems. 

All control e(|uipment is owned by 
the customer. 

’Flu* circuit, shown below, contains 
thn*e Type V-2 Variacs and a syn¬ 
chronism-check relay. 'Fhe distant ref¬ 
erence voltage from the C'ommonwealth 

* running Enirinv«*rtnK.Couimim«<inlt)i E<liaun C'omp>any 


Funclionol dia¬ 
gram of th« clr- 
cuit us«d for 
phase monitor¬ 
ing. 


commonwealth EDISON 
POWER GENERATING 


CUSTOMER 

GENERATING 
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K<ii8on Company is feii into Variar #1. 
'rhf' purpose* of this N'ariac is to rom- 
IKMisatc* fur any normal voltaijo drop in 
llu* IfastnJ Illinois Hfll Telephono Com¬ 
pany eireiiil. Variae fl is iisetl to boost 
I he voltai^e from the phase shifting? eir- 
eiiit, and N’ariae #3 is used in the phase* 
shiftini^ portion of the circuit. 

Phase aiiKlo l)et\vc*en the two systems 
is e’ompared in the synchronism-chee'k 
relay whiedi opens its conta<‘ts to “l)n»ak 
parallel” wheti the two systems differ 
by a pmiotormined anple. 

The scheme is placed in o|x?ration by 

CORRECTION-TYPE 

AMPI 

In the July issue, the power supply 
input r(M|uirements for this amplifier 
were j^iveii as 102-125 volts, 50 to GO 


adjusting the voltage of the leased cir¬ 
cuit with Variae #1 and adjusting the 
phase* and voltagt* of th<* customer’s 
system with \'ariacs and ^3. Any 
change in phase occurring after the 
scheme is in operation caus(\s the relay 
to op<*rate and opens the customer’s 
paralleling tie hrc'aker l>etween the 
customer and the utility company. It 
is then the custom<‘r’s responsibility to 
recheck the phase U) determine whether 
the two systems are in phase, prior to 
rcclosing of tlie tie breaker and parallel¬ 
ing the systems. 

1219-A UNIT PULSE 
IFIER 

cycles. The correct statement is 105 to 
125 (or 210 to 250j volts, 50 to GO 
cycles. 


COME TO THE NATIONAL ELECTRONICS CONFERENCE 
Hotel Sherman, Chicago — October 3-5 

Drop in ul ltoolh.*i uiid 99 lo M‘t* the* iich instriirncnts >ou have* lH*«‘n reading 
uhoul in the Experinivntvr: — .Suci*p Drive, Molor-Drivi'ii .S|i»iu*«I l.ine, 
*XKI-20(MI Mr I nil Oscillator. I(-K lirida**, Z-Y Itrid^r, I'nil l{-(! Oscillator, 
L'nit Pul.HC Vniplificr— all of these uill hi* on display and in operation. 


GENERAL RADIO COMPANY 

275 MASSACHUSETTS AVENUE 
CAMBRIDGE 39 MASSACHUSETTS 

TELEPHONEt TRowbridg* 6-4400 


BRANCH ENGINEERING OFFICES 


NEW YORK 6, NEW YORK 
90 WEST STREET 
T E L . —WOr'h 4.2722 


LOS ANGELES 31, CALIFORNIA 
1000 NORTH SEWARD STREET 
TEL—HO lly wood 9*6201 


CHICAGO 5, ILLINOIS 
920 SOUTH MICHIGAN AVENUE 
TEL.—WAboch 2-3820 


SILVER SPRING. MARYLAND 
toss 13TH STREET 
TEL.—JUntpar 5-1088 


PHILADELPHIA OFFICE 
1 1 SO YORK ROAD 
ABINGTON, PENNSYLVANIA 

TEl.-HAnceck 4-7419 ^ 


REPAIR SERVICES 

WEST COAST 


CANADA 


WESTERN INSTRUMENT CO. 

826 NORTH VICTORY BOULEVARD 
BURBANK, CALIFORNIA 
TEL. —Vlctorio 9-3013 


BAYLY ENGINEERING, LTD 
FIRST STREET 
AJAX, ONTARIO 
TEL. —Toronto EMpIro 8-6866 
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